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agree that attempts to minimize the variability of FIo2 are help¬ ful, especially if the hospital air-oxygen system pressures vary. The gas exchange monitor evaluates the variability of the FIo2 and gross variability (1% or more) is automatically detected and the measurement result rejected. In addition, we use routinely a pressure regulator between the compressed air wall source and the blender (Wilkerson) 
